A rare complication with remarkable stent shortening and successful recovery from the trouble.
Deployed coronary stent distortion is a rare complication, but can potentially occur during coronary intervention. We herein report a rare complicated case with remarkable stent distortion of longitudinal stent shortening and successful recovery from a trouble using a Corsair microcatheter.